Determination of the shielding for an unoccupied roof of a radiation therapy facility to account for adjacent buildings--modification of a computer program.
An addition has been made to an existing software program for calculating shielding thicknesses of barriers for megavoltage radiation therapy beams. This addition calculates the shielding thicknesses required for the roof of a single-story building when adjacent, multi-level buildings are occupied.